[A method of evaluating the degree of activation of the complement system in patients during hemodialysis].
A quantitative criterion of the activation of the patient's complement during hemodialysis has been worked out on the basis of the proposed mathematical model. It has been shown that the activation of the complement system observed during hemodialysis and the negative clinical effects (leukopenia, hypoxia) accompanying it depend both on the membrane properties and the patient's individual response. A possibility has been revealed of using the above criterion for the individual choice of hemodialytic membranes in order to reduce the negative clinical effects connected with the activation of the complement system.